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[57] ABSTRACT 
A method is provided for reducing the amount of Wear 
particulates generated by a total joint orthopaedic implant. 
The implant consists of tWo matched articulating compo 
nents Wherein at least one of the components is made of 
polymer or other material With similar physical properties. 
The method includes the steps of placing the total joint 
orthopaedic implant in a ?uid bath and articulating the 
implant in the ?uid bath for at least 1,000 cycles. The 
articulation may be performed in three stages. In the ?rst, the 
implant is articulated under a load of substantially 0.1—500 
NeWtons With sliding speeds of substantially 0.01—0.5 
meters per second. During a second stage the articulation 
takes place under a load of substantially 100—2,500 NeWtons 
With sliding speeds of substantially 0.01—0.5 meters per 
second. In the third stage the articulation takes place under 
a load of substantially 2,500—10,000 NeWtons at sliding 
speeds of 0.5—2.0 meters per second. The method also 
includes pre-implantation creeping for the polymer compo 
nent. This improves the Wear resistance of the polymer 
component, as Well as, increases the conformity betWeen the 
matched articulating components resulting in reduced Wear 
particulate generation. 
8 Claims, 1 Drawing Sheet 
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IMPLANT PRE-TREATED FOR REDUCING 
THE GENERATION OF WEAR 
PARTICULATES 
This is a division of Us. patent application Ser. No. 
08/639,579, ?led Apr. 29, 1996, now US. Pat. No. 5,709, 
020, Which is a continuation-in-part of US. patent applica 
tion Ser. No. 08/276,972, ?led on Jul. 19, 1994, now US. 
Pat. No. 5,515,590. 
TECHNICAL FIELD 
The present invention relates generally to the ?eld of 
orthopaedic implants and, more particularly, to a method for 
reducing the amount, or modifying the shape or siZe of Wear 
particulates generated by a total joint orthopaedic implant 
folloWing implantation in a patient. 
BACKGROUND OF THE INVENTION 
Each year approximately 500,000 human joints require 
replacement as a result of debilitating disease or damage 
from an accident. Hip and knee joints represent a majority 
of these. To meet this need, a variety of total joint ortho 
paedic implants have been designed and are presently being 
marketed by various manufacturers. Examples of these are 
shoWn, for eXample, in Us. Pat. Nos. 5,021,063 to Tager; 
5,030,238 to Nieder et al.; 5,108,452 to Fallin; and 5,180, 
394 to Davidson. 
Total joint orthopaedic implants are composed of tWo 
articulating components. The ?rst of these components 
includes a concave surface made from a polymer or a 
ceramic (usually the former). The second of these compo 
nents includes a conveX counterface, typically formed of 
either metal or ceramic that is designed to slide or roll over 
the polymer or ceramic surface. 
Ultrahigh molecular Weight polyethylene remains the 
dominant polymer for utiliZation in the construction of 
concave bearing surfaces in total joint orthopaedic implants 
at the present time. To prevent undue Wear to this bearing 
surface, the hard metal or ceramic counterface of the other 
component of the total joint orthopaedic implant should 
have an exceptionally smooth surface as roughness is 
directly related to the Wear rate. The average surface rough 
ness of, for example, a hip joint is about 0.025 pm. It should 
be appreciated, hoWever, even such a smooth hard, metal or 
ceramic surface generates Wear particulates from the softer 
polymer surface. These Wear particulates, unfortunately 
have been shoWn to be associated With adverse tissue 
reactions over time. 
Speci?cally, the Wear particulates stimulate cellular activ 
ity in the form of an immune system response. More 
speci?cally, in?ammation and foreign body reactions result 
including macrophage and foreign body giant cell activity. 
This process leads to the production of bone resorbing 
cytokines (e.g. IL-1, IL-6, P6E-2, etc.) Which lead to 
destruction of the bone tissue holding the implant securely 
in place. These conditions likely contribute to the loosening 
of prosthetic components eventually resulting in pain and 
failure of the total joint orthopaedic implant. 
The shape, siZe and volume of the Wear particulates 
produced may determine the type and eXtent of the adverse 
tissue and cellular reactions that are stimulated. It is hypoth 
esiZed that very small Wear particulates are transported aWay 
from the implant site and eliminated by the lymphatic 
system. More speci?cally, these very small particulates are 
phagocytiZed and transported through the lymphatic system 
by macrophages. The volume or rate of the particulates that 
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the macrophages can phagocytiZe and transport, hoWever, 
may be less than the volume or rate of particle generation. 
Furthermore, this volume or rate may depend upon the 
material composition of these small particulates, as Well as 
their shape or siZe. Accordingly, the lymphatic system may 
become overloaded as a result of increased Wear rates With 
the resulting particulate generation leading to an accumula 
tion of Wear particulates in the tissues around the total joint 
orthopaedic implant. This may produce a chronic in?am 
matory response that eventually leads to bone resorption. 
Although larger Wear particulates generally remain in the 
tissue surrounding the implant, they also can produce a 
chronic foreign body response Which may eventually give 
rise to bone resorption. Accordingly, it should be appreciated 
that Wear particulates have been repeatedly associated With 
aseptically loosened implants, a condition that eventually 
requires total joint orthopaedic implant replacement surgery. 
A need is therefore identi?ed for a procedure to reduce the 
number, or modulate the shape and siZe of Wear particulates 
generated in a human from a total joint orthopaedic implant. 
By successfully addressing this need, it is possible to 
increase the service life of the total joint orthopaedic implant 
and thereby reduce the need for dif?cult, painful and costly 
revision surgery. 
Recognizing the problem resulting from Wear particulate 
generation, a number of solutions have been proposed. As 
set out in the article entitled “Clinical RevieWs: Particulate 
Debris And Failure of Total Hip Replacements” by Murali 
J asty in the Journal ofApplied Biomaterials, Volume 4, pp 
273—276 (1993), these approaches include: the use of poly 
ethylene components With more than 8 mm Wall thickness 
and the use of head siZes smaller than 32 mm; the use of 
non-titanium alloys; the use of circumferential porous coat 
ings on the femoral components; the use of prosthetic 
designs and surgical techniques to obtain rigid initial ?Xa 
tion at surgery, the minimiZing of the modularity of the 
components and the surface hardening of the metal surface 
With techniques such as nitrating or ion implantation. 
While each of these approaches is successful to some 
degree, none is directed to removing laps, folds and other 
surface irregularities (Which form Wear debris and Would 
otherWise be produced in the body after implantation) prior 
to the implanting of the total joint orthopaedic implant into 
a patient. Further, While some clinical studies of the gen 
eration of Wear particulates in a total joint implant have been 
completed and still others are ongoing, there has been 
absolutely no suggestion in the art that any method could be 
utiliZed to pre-Wear a pair of matched implant joint bearing 
surfaces prior to implantation so as to signi?cantly reduce 
the amount, rate of generation, or change the shape or siZe 
of Wear particulates generated folloWing implantation and 
thereby increase the service life of the total joint orthopaedic 
implant. 
In addition, none of the knoWn approaches are directed to 
increasing the conformity betWeen the bearing surfaces of 
the articulating components Which comprise the total joint 
orthopaedic implant. Particularly, there is no suggestion in 
the art that a method of pre-loading a pair of matched 
implant joint bearing surfaces, either above or With a pre 
Wearing process could be utiliZed to increase the conformity 
and to reduce the amount or change the shape or siZe of Wear 
particulates generated folloWing implantation and thereby 
increase the service life of the total joint orthopaedic 
implant. 
SUMMARY OF THE INVENTION 
Accordingly, it is a primary object of the invention to 
provide a method for reducing the amount, rate of 
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generation, or changing the shape and size, of Wear particu 
lates generated by a total joint orthopaedic implant folloW 
ing implantation so as to thereby effectively reduce the 
resulting stimulation of the immune system of the patient. In 
this Way, potent bone resorbing cytokines are not as actively 
stimulated by these Wear particulates, the implant remains 
?rmly attached to the bone, and a longer implant service life 
is provided. 
Yet another object of the invention is to provide a rela 
tively simple, inexpensive and easily completed method for 
the pre-breaking-in or pre-Wearing of a total joint ortho 
paedic implant consisting of tWo matched articulating com 
ponents. Speci?cally, the components are articulated in a 
cyclical manner to remove laps, folds, and other surface 
irregularities prior to implantation. These laps, folds and 
irregularities Would otherWise lead to the production of Wear 
debris, the stimulation of cytokine release, and ultimately, 
contribute to the loosening and failure of the implant. 
Yet another object of the present invention is to provide an 
improved method for substantially reducing the amount or 
volume of Wear particulates generated by a total joint 
orthopaedic implant folloWing implantation Wherein the 
implant is pre-Worn to remove laps, folds, and other surface 
irregularities and provide good component-component ?t 
and bearing surface polish. Further, the implant bearing 
surfaces could also be conditioned by this process With a 
?lm layer so as to signi?cantly reduce the friction, Wear 
particle generation and Wear particle burden imposed by the 
implant on surrounding tissue folloWing implantation. 
Advantageously, this effectively increases the overall ser 
vice life of the implant, not only serving to reduce the 
in?ammation and pain associated With total joint implants in 
the past, but also in many cases substantially postponing or 
altogether eliminating the need for subsequent revision/ 
replacement surgery. 
Another object of the present invention is to provide a 
relatively simple, inexpensive and effective method of pre 
implantation creeping for increasing the conformity betWeen 
the bearing surfaces of the articulating components Which 
make up the total joint orthopaedic implant. Speci?cally, by 
increasing the conformity, the Wear particulate generation is 
reduced folloWing implantation and thereby the service life 
of the implant is increased. 
Still another object is to provide, for example, can 
acetabular cup or tibial component of a total joint ortho 
paedic implant, or in general, the concave polymer surface 
thereof subjected to pre-implantation creeping in order to 
increase conformity betWeen the bearing surfaces of the 
articulating components thereby reducing Wear particulate 
generation after implantation and consequently increasing 
the service life of the implant. 
Additional objects, advantages and other novel features of 
the invention Will be set forth in part in the description that 
folloWs and in part Will become apparent to those skilled in 
the art upon examination of the folloWing or may be learned 
With the practice of the invention. The objects and advan 
tages of the invention may be realiZed and obtained by 
means of the instrumentalities and combinations particularly 
pointed out in the appended claims. 
To achieve the foregoing and other objects, and in accor 
dance With the purposes of the present invention as 
described herein, an improved method is provided for reduc 
ing the amount or volume of Wear particulates generated by 
a total joint orthopaedic implant, including an acetabular cup 
With concave polymer surface and matching convex coun 
terface of metal or ceramic after it is implanted in the body 
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of a patient. More speci?cally, the method includes the step 
of placing the total joint orthopaedic implant, consisting of 
these tWo matched articulating components, in a ?uid bath 
so that the implant is completely submerged in the ?uid. 
Preferably, the ?uid has a viscosity betWeen 0.5—2000 times 
that of Water. 
The ?uid may be selected from a group of ?uids having 
components consisting of Water, fetal calf serum, bovine 
serum, natural or synthetic synovial ?uid and any mixtures 
thereof. The method also includes a step of articulating the 
total joint orthopaedic implant in the ?uid bath, preferably 
all at a constant temperature, for at least 1,000 and more 
preferably at least 10,000 cycles Whereby the total joint 
orthopaedic implant is pre-Worn outside the body of the 
patient. This is done to remove laps, folds, and other 
irregularities that Would otherWise be removed and particles 
generated in the body folloWing implantation Where such 
particles Would in?ame tissues and stimulate cellular activ 
ity and speci?cally, the immune system of the patient. 
Advantageously, by removing a substantial portion of the 
Wear particulates, Which have been shoWn to be generated in 
greater volume during the earliest cycles of articulation of 
the total joint implant, and further by providing good 
surface-to-surface ?t and polish the Wear particulate burden 
imposed by the implant on the surrounding tissue is reduced 
folloWing implantation. As a result, the immune system 
response in the patient is reduced or possibly eliminated, 
along With the associated in?ammation, bone resorption and 
pain. Thus, patient comfort is increased. Additionally, as 
loosening of the implant from the destruction of the sup 
porting bone is stimulated by Wear particle mediated cytok 
ine release from the immune system reactions of the patient, 
the loosening process is sloWed thereby increasing the 
overall service life of the implant. In many applications, the 
resulting service life of the total joint implant Will be 
extended for a suf?cient period of time to alloW the patient 
receiving the implant to avoid the need for revision surgery, 
thereby signi?cantly reducing health care costs. 
In accordance With yet another aspect of the present 
method, there is the step of establishing a ?lm layer on the 
total joint orthopaedic implant and particularly, the relative 
sliding polymer and metal or ceramic Weight bearing sur 
faces. This is done by including ?lm layer forming solutes 
in the ?uid bath. The solutes may, for example, be selected 
from a group of materials consisting of 
polytetra?uoroethylene, hyaluronic acid, lubricin, other 
natural or synthetic solvents or solutes and any mixtures 
thereof. 
In accordance With a still further aspect of the present 
invention, the ?uid from the ?uid bath may be drained and 
replaced concurrently While the articulating and establishing 
steps are ongoing. Accordingly, as the ?lm layer forming 
solutes are absorbed and incorporated into the surface of the 
joint implant, and particularly in the sliding load bearing 
surface areas, those solutes are replaced. Accordingly, a 
greater concentration of solutes is available throughout the 
entire processing period so as to increase the level of 
absorption into the implant. As a result of lubricant 
absorption, friction betWeen the Wear bearing surfaces is 
reduced folloWing implantation and the production of 
troublesome Wear particulates is thereby further minimiZed. 
Alternatively, in certain applications and When utiliZing 
the present method to process certain implant materials With 
certain ?lm layer forming solutes, it may also be desirable 
to ?lter the ?uid in the ?uid bath. In this Way, particulates 
that are generated during the early cycles of articulation are 
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removed from the ?uid. As a result of removal by ?ltration, 
such particulates are not continually passed through and 
squeezed betWeen the relative sliding load bearing surfaces 
of the matched articulating components of the implant Where 
such particulates Would otherWise function as a third-body 
abrasive and further increase particulate generation and 
destruction of the implant bearing surface. Filtering is in fact 
a particularly important step of the method during the ?nal 
stage of articulation Wherein the smooth polishing and 
hardening of the matching load bearing surfaces is an 
essential aspect of the present invention. 
In accordance With yet another aspect of the present 
invention, the articulating and establishing steps of the 
method are completed in accordance With speci?c process 
ing parameters. Preferably, the cycling of the orthopaedic 
joint implant is completed at betWeen 0.01—100 HZ. Further, 
there is the loading of the total joint orthopaedic implant so 
as to carry a time-varying load of betWeen 0.1—10,000 
NeWtons during articulation. This time variation of load may 
folloW a square, triangular, or sinusoidal loading regime, or 
a more clinically relevant load pro?le such as the Paul curve. 
Most preferably, the loading occurs at the loWer end of this 
range during the initial stages of articulation. This alloWs 
Wearing in and stripping aWay of pronounced laps and folds 
during the initial stages of processing Without gouging, 
scoring, pitting, abrading or otherWise damaging the bearing 
surfaces. Further, this initial processing may be done dry, in 
the presence of a very loW viscosity lubricant such as Water 
or in the presence of a higher viscosity ?uid such as bovine 
serum. 
As the cycling continues, the loading is increased to a 
level approximately equivalent to the loading eXpected to be 
placed upon the implant folloWing implantation in the 
patient. This alloWs ?ne Wearing in and some localiZed 
surface hardening of the mating load bearing surfaces. 
Preferably, during this second stage of processing, the 
method includes a further step of varying the load carried by 
the total joint orthopaedic implant during articulation to 
simulate the load eXpected to be placed upon the implant by 
a patient during actual use folloWing implantation. 
This method also includes a provision for loading the 
implant using a load and frequency pro?le that closely 
matches that load and frequency pro?le Which Will be 
applied by the actual patient into Which this speci?c articu 
lating pair, noW being “broken-in” Will be surgically 
implanted. In this Way, the implant is pre-Worn in a manner 
that is effectively “customized” to its eventual operative 
environment so that particulate generation folloWing 
implantation is absolutely minimized. Typically, this second 
stage of processing is performed With the implant sub 
merged in a ?uid bath having particular solvents, solutes, 
and physical properties. 
In the ?nal stage of processing, loading and sliding speeds 
are greatly increased to cold Work and harden the load 
bearing surfaces. Simultaneously, solutes present in the ?uid 
bath are forced into and absorbed by these bearing surfaces 
so as to form a ?lm layer. As a result of the present process, 
in many cases it is anticipated that particulate generation 
folloWing implantation Will be of a nature in both siZe, shape 
and volume so that the macrophages of the patient should be 
able to successfully phagocytiZe and transport the resulting 
particulates through the lymphatic system Without activating 
the cascade of cytokines Which destroy bone. In this Way, a 
physiological equilibrium is achieved and the service life of 
the implant is signi?cantly eXtended. As a result, in?amma 
tion and pain are also substantially eliminated. Accordingly, 
this invention represents a signi?cant advance in the art. 
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In accordance With still another important aspect of the 
present invention, a pre-broken-in or pre-Worn total joint 
orthopaedic implant is provided in accordance With the 
present method. 
In accordance With yet another important aspect of the 
invention, the method may include the step of subjecting the 
acetabular cup or socket of the total joint orthopaedic 
implant to pre-implantation creeping. More speci?cally, the 
pre-implantation creeping utiliZes the visioelastic properties 
of the polymeric material to increase the conformity 
betWeen the polymer concave surface of the socket and the 
conveX counterface component, Which is preferably formed 
of either metal or ceramic that is adapted to slide or roll over 
the polymer surface. Conformity designates hoW Well the 
mating surfaces of the polymer concave component and the 
conveX counterface component ?t together. When there is a 
lack of conformity, there are feWer points of contact betWeen 
the components and hence, these points of surface contact 
are therefore subjected to higher bearing stresses and con 
sequently higher Wear rates. Advantageously, by increasing 
the conformity betWeen the components it should be appre 
ciated that loWer bearing stresses are present and Wear 
particle generation is decreased. 
As a further result, the Wear particulate burden imposed 
by the implant on the surrounding tissue is reduced folloW 
ing implantation. Consequently, the immune system 
response in the patient is reduced or possibly even 
eliminated, as is the associated in?ammation, bone resorp 
tion and pain. Thus, patient comfort is increased. 
Additionally, as loosening of the implant from the destruc 
tion of the supporting bone is stimulated by Wear particle 
mediated cytokine release from the immune system reac 
tions of the patient, the loosening process is sloWed thereby 
increasing the overall service life of the implant. In many 
applications, the resulting service life of the total joint 
implant Will be eXtended for a suf?cient period of time to 
alloW the patient receiving the implant to avoid the need for 
revision surgery. 
Similar to the pre-Wearing steps of the method described 
above, the pre-implantation creeping may take place in a 
?uid bath or may be performed in an open air environment. 
In addition, it should be appreciated that the pre 
implantation creeping may be performed either prior to, 
simultaneous With or folloWing the pre-Wearing or, the 
pre-implantation creeping may even be performed individu 
ally as the only process for reducing Wear particulate gen 
eration. 
More particularly, the pre-implantation creeping includes 
applying to the polymer component a pressure betWeen 
0.1—50.0 MPa. More preferably, the pressure applied to the 
polymer component is betWeen 2—10 MPa When the total 
joint orthopaedic implant is to be used as a hip joint. 
Additionally, the applied pressure is preferably betWeen 
10—30 MPa When the total joint orthopaedic implant is to be 
used as a knee joint. These preferred ranges of pressures are 
selected to approximate the range of peak pressures 
eXpected to be placed upon the implant folloWing implan 
tation in the patient. Further, the pre-implantation creeping 
includes applying the pressure for a period betWeen 100—10, 
000 minutes. Preferably, the pressure is applied for a period 
betWeen 1000—8000 minutes and more preferably for a 
period of 3000—4000 minutes. 
In accordance With yet another aspect of the pre 
implantation creeping of the present invention, the creeping 
is performed at a temperature of betWeen 18°—45° C. 
Preferably, the creeping is performed at a temperature of 
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between 20°—40° C. and more preferably, at a temperature of 
betWeen 20°—22° C. or 36°—38° C. The more preferred 
temperature range of 20°—22° C. designates a typical room 
temperature at Which the pre-implantation creeping may be 
performed. In addition, the more preferred temperature 
range of 36°—38° C. represents an approximation of the 
temperatures that the implant Would be subjected to in vivo. 
It should be appreciated that the creeping process requires 
less time and pressure When performed at higher tempera 
tures. 
In accordance With still another important aspect of the 
present invention, a total joint orthopaedic implant subjected 
to pre-implantation creeping in accordance With the present 
method is provided. 
Still other objects of the present invention Will become 
apparent to those skilled in this art from the folloWing 
description Wherein there is shoWn and described a preferred 
embodiment of this invention, simply by Way of illustration 
of one of the modes best suited to carry out the invention. As 
it Will be realiZed, the invention is capable of other different 
embodiments and its several details are capable of modi? 
cation in various, obvious aspects all Without departing from 
the invention. Accordingly, the draWings and descriptions 
Will be regarded as illustrative in nature and not as restric 
tive. 
BRIEF DESCRIPTION OF THE DRAWING 
The accompanying draWing incorporated in and forming 
a part of the speci?cation, illustrates several aspects of the 
present invention and together With the description serves to 
eXplain the principles of the invention. In the draWing: 
FIG. 1 is a perspective vieW shoWing a total joint ortho 
paedic implant processed in accordance With the present 
method. 
Reference Will noW be made in detail to the present 
preferred embodiment of the invention, an eXample of Which 
is illustrated in the accompanying draWing. 
DETAILED DESCRIPTION OF THE 
INVENTION 
The method for reducing the amount of Wear particulates 
generated by a total joint orthopaedic implant system of tWo 
matched articulating components broadly comprises the 
steps of placing the total joint orthopaedic implant 10, 
including the acetabular cup or socket 12 With the concave 
polymer surface 14 and the femoral component 16 With the 
head 18 having a conveX counterface formed from metal or 
ceramic, into a ?uid bath. A hip implant is only represented 
for purposes of illustration. It should be appreciated that a 
total joint orthopaedic implant for the knee, elboW, shoulder, 
and ankle joints could also be processed in accordance With 
the present method. 
NeXt, is the articulating of the implant in the ?uid bath for 
at least 1,000 and more preferably at least 10,000 cycles. In 
accordance With this method, the total joint orthopaedic 
implant is pre-Worn outside the body of the patient to 
remove laps, folds and other particulates and provide good 
surface-to-surface ?t and polish so as to reduce the Wear 
particulate burden imposed by the implant on surrounding 
tissue folloWing implantation. This advantageously serves to 
increase the overall service life of the implant in a manner 
that is described in greater detail beloW. 
More speci?cally, the method of the present invention is 
based upon the Archard equation: 
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Wherein 
T=rate of Wear particle generation 
k=a constant for a speci?c test system 
L=load (or force) 
V=sliding velocity of the tWo surfaces 
H=material hardness. 
In this equation, the value of the constant k depends on a 
number of factors including temperature, area of the Wear 
interface, the ?uid environment of the tWo matched articu 
lating components, the surface ?nish, the number of Wear 
cycles and other factors. 
Still more speci?cally, the method of the present invention 
is particularly adapted to achieve a high precision ?t and 
?nish betWeen the tWo articulating components so that the 
components are essentially matched to one another for 
smooth, loW friction, loW Wear operation in vivo. Thus, the 
?nal ?tting of the components is achieved eXternal to the 
body in a speci?c controlled environment. Advantageously, 
this has a number of bene?ts over prior art procedures 
Wherein modular, previously unmatched components are 
selected by the surgeon and are implanted in the patient. 
There ?nal Wearing in and precision ?tting of the tWo 
surfaces are achieved but, unfortunately, the Wear debris 
produced during initial removal of laps and folds is all 
delivered to the tissues at the expense of adverse biological 
side effects and reduced total joint implant service lifetime. 
Speci?cally, Wear particulates and debris are produced in 
the patient during the Wearing in period in a manner that 
results in in?ammation and problematic immune system 
response. This problem is substantially delayed or avoided 
by use of the present method of pre-Wearing or breaking in 
outside of the body. 
The present method also functions to establish a ?lm layer 
on the cooperating load bearing surfaces of the matched 
articulating components. Advantageously, the ?lm layer 
functions after implantation to provide smooth loW friction 
operation of the implant While also minimiZing Wear for the 
overall bene?t of the patient. Advantageously, by providing 
both a precision matched ?t and a ?lm layer, the present 
method effectively functions to smooth operation of the 
implant and also signi?cantly reduce the generation of Wear 
particulates and maXimiZes implant service life longevity. 
Further, While some Wear particulates are still likely to be 
produced over time, those produced are generally of smaller 
siZe so that they may be phagocytiZed by macrophages and 
transported aWay through the lymphatic system. Further, the 
volume or number of particulates produced are likely to be 
reduced suf?ciently so that the lymphatic system is not 
overloaded. Thus, as a result of the present invention, an 
equilibrium state is achieved Wherein no serious problematic 
immune system response leading to bone resorption and 
loosening of the implant is generated in the patient. As a 
result, the life of the implant is signi?cantly increased and 
the risk of the patient having to undergo revision or replace 
ment surgery is signi?cantly reduced or eliminated. Of 
course, the in?ammation and pain associated With and 
leading up to implant failure are also typically avoided. 
In accordance With the more detailed aspects of the 
present invention the ?uid in the ?uid bath in Which the 
implant is submerged during articulation has a viscosity of 
betWeen 0.5—2000 times that of Water. The solvent of the 
?uid bath may be Water, and various solutes may be added, 
but in the later stages of the Wearing in process the ?uid is 
preferably selected from a group of ?uids consisting of 
Water, fetal calf serum, bovine serum, natural synovial ?uid, 
synthetic synovial ?uid and any miXtures thereof. Of course, 
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the ?uid bath may also include a relatively loW concentra 
tion of preservatives or antimicrobial agents to prevent the 
growth of bacteria, fungi, or other microorganisms present 
in the ?uid during implant processing. 
To establish the ?lm layer on the total joint orthopaedic 
implant, it is necessary to include a ?lm layer forming solute 
in the ?uid bath. Such a solute may, for example, be selected 
from a group consisting of polytetra?uoroethylene, hyalu 
ronic acid, lubricin and any mixtures thereof. It should be 
appreciated, hoWever, that these ?lm layer solutes are only 
presented for purposes of example and that other such 
solutes may be utiliZed. 
Generally, it is also preferred to drain the ?uid from and 
replace the ?uid in the ?uid bath during the articulating and 
establishing steps. This advantageously, has the effect of 
replacing the ?lm layer forming solutes as they are adsorbed 
and incorporated into the surfaces of the matched articulat 
ing components. Advantageously, by maintaining a higher 
concentration of ?lm layer forming solutes in the ?uid bath 
throughout the present method, it is possible to establish a 
more effective ?lm layer particularly on the cooperating load 
bearing surfaces of the matched components. 
Further, it is often desirable to ?lter the ?uid in the ?uid 
bath during the articulating of the matched components of 
the implant. In this Way, particulates produced during articu 
lation are removed from the ?uid bath. Accordingly, these 
particulates are no longer present in the ?uid to be draWn in 
betWeen and through the relatively sliding load bearing 
surfaces of the implant Where they could act as an abrasive 
and prevent the formation of the desired smooth, polished 
?nish of those cooperating surfaces in the later stages of the 
present method. 
Preferably, the method of the present invention is com 
pleted in multiple stages. In the ?rst stage, the components 
of the implant are articulated under loads of betWeen, for 
example, 0.1 to 500 NeWtons at sliding surface velocities 
ranging from 0.1—0.5 meters per second. Some of these 
loads and sliding speeds are less than those to Which the 
implant is expected to be subjected to folloWing implanta 
tion in the patient. HoWever, they are sufficient to remove the 
most pronounced laps and folds from the cooperating load 
bearing surfaces of the matched components. During this 
initial stage, it may also be desired to utiliZe Water alone or 
only a very loW viscosity lubricant in order to facilitate Wear 
particle formation and removal of the lap and fold Wear 
debris. Preferably, this ?rst stage is performed for at least 
100 cycles and, more preferably for a total of betWeen 
500—5000 cycles. 
During a second stage of the method, higher load forces 
are applied. More speci?cally, load forces equaling or 
slightly exceeding those experienced during normal body 
movement are preferably utiliZed. Further, the load may be 
varied during articulating (eg in accordance With a square, 
triangular, sinusoidal or a Paul type curve) so as to simulate 
the load expected to be placed upon the implant by a patient 
during actual use folloWing implantation. This is done for 
the purpose of causing local cold Working and localiZed 
Wear hardening on the Wear surfaces. In this Way, the 
hardness or Wear resistance of the material surface is 
increased. This is desired to reduce the subsequent rate of 
Wear of the implant folloWing implantation. More 
speci?cally, during this second stage of articulation the 
implant is subjected to a load of betWeen approximately 
100—2500 NeWtons and sliding surface velocities of betWeen 
0.01 and 0.5 meters per second. Again, this second stage of 
processing may be accomplished dry or in the presence of 
only a loW viscosity lubricant such as Water. This increases 
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the speed of Wear and hence, reduces processing times. This 
second stage of processing is also performed for at least 100 
cycles and, more preferably for a total of 500—5000 cycles. 
During a third stage of the Wearing in process, loads are 
greatly increased in excess of that expected to be experi 
enced during standard and normal gait of a patient at 
velocities equal to or greater than that experienced during 
normal gait. More speci?cally, during this third stage the 
implant may be articulated under loads betWeen, for 
example, 2,500—10,000 NeWtons at sliding surface veloci 
ties of betWeen 0.5 and 2.0 meters per second. Third stage 
processing is preferably performed for at least 100 cycles 
and, more preferably for a total of 500—10,000 cycles. 
The third stage of the method is completed in a ?uid bath 
incorporating a ?lm layer forming solute. The purpose of the 
third stage is to utiliZe relatively high loads and rapid sliding 
velocities to physically or chemically create a ?lm layer on 
the load bearing surfaces of the matched components. More 
speci?cally, the elevated pressures and increased sliding 
velocities impart energy into the system that facilitates 
reaction of the lubricating solutes and solvents With the Wear 
surfaces. The ultimate objective of this stage of the process 
is to insure the formation of a layer of ?lm that Will last 
throughout the lifetime of the implant. The high pressures 
and the sliding velocities also function to further increase the 
Wear resistance of the bearing surfaces of the implant. 
As a result of the incorporation of the ?lm layer, smooth 
loW friction sliding action of the implant folloWing implan 
tation is insured. Further, as a result of the increased Wear 
resistance of the bearing surfaces at loads and sliding 
velocity speeds greatly exceeding those to Which the implant 
Will be subjected folloWing implantation, particulate gen 
eration folloWing implantation is signi?cantly reduced so as 
to achieve the bene?ts previously described. 
In accordance With still yet another aspect of the present 
invention, all the processing parameters relating to load, 
sliding velocities, lubricants and cycling frequencies may be 
customiZed to meet the needs of different patients into Which 
the implants Will eventually be implanted. Further, the 
Wearing-in process may, of course, be completed unidirec 
tionally or multi directionally. Indeed, speci?c processing 
procedures Will be developed for customiZing the implants 
to be received in patients of differing Weights, heights, sexes, 
levels of activity, skeletal dimensions etc. 
In addition to the method including the Wearing-in or 
breaking-in of an implant as set forth above, the present 
method also includes pre-implantation creeping for increas 
ing the Wear resistance of a total joint orthopaedic implant. 
The pre-implantation creeping achieves similar bene?cial 
results as set forth in detail above for the pre-Wearing of an 
implant. It should be recogniZed that the pre-implantation 
creeping may be performed in conjunction With the pre 
Wearing as a further means for decreasing the generation of 
Wear particulates or the pre-implantation creeping may be 
performed independently Without pre-Wearing to reduce the 
amount of Wear particulate generation. 
More particularly, pre-implantation creeping results in 
increased conformity betWeen the individual components 
Which make up the total joint orthopaedic implant. Currently 
available joint implants are proven to have loW conformity 
Which means that there is a signi?cant mismatch in the ?nish 
and sphericity of the bearing surfaces betWeen the individual 
components of the implant. This mismatch means that the 
individual components do not touch at all positions during 
normal operation of the implant joint. Thus, points of contact 
exist and these are subjected to concentrated loads, higher 
bearing stresses and consequently higher Wear rates. If the 
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conformity is increased between the bearing surfaces of the 
individual components, loads are more evenly distributed 
and this translates into loWer bearing stresses and reduced 
generation of Wear particles. 
Advantageously, the pre-implantation creeping serves to 
effectively increase the conformity betWeen the tWo com 
ponents. More speci?cally, the method of pre-implantation 
creeping is preferably performed on the concave surface 
component of the total joint orthopaedic implant, Which is 
preferably made of a polymer or other material With physical 
properties similar to polyethylene. The creeping causes a 
change in dimension of the concave polymer component as 
a result of being subjected to a pressure at a designated 
temperature over an extended period of time. The creeping 
of the polymer component increases the conformity betWeen 
the concave and convex counterface surfaces and this 
increased conformity evenly distributes loads, reduces bear 
ing stresses, and increases the Wear resistance of the ortho 
paedic total joint bearing component. 
In accordance With the more detailed aspects of the 
pre-implantation creeping, the creeping may take place in a 
?uid bath, similar to the pre-Wearing, in Which the viscosity 
of the ?uid is betWeen 0.5—2000 times that of Water. The 
solvent of the ?uid bath may be Water, and various solvents 
may be added but the ?uid is preferably selected from a 
group of ?uids consisting of Water, fetal calf serum, bovine 
serum, natural synovial ?uid, synthetic synovial ?uid or 
other solutes and any mixtures thereof. Of course, the ?uid 
bath may also include other additions such as preservatives 
or antimicrobial agents to prevent the groWth of bacteria, 
fungi or other microorganisms that might otherWise be 
present in the ?uid during implant processing. Alternatively, 
the creeping may also be performed in an open air 
environment, ie not submerged in any type of ?uid. 
The amount of pressure to be applied during the pre 
implantation creeping is dependent upon the material prop 
erties of the implant, or the desired ?nal use for the total joint 
orthopaedic implant. More speci?cally, the pre-implantation 
creeping includes applying a pressure of betWeen 0.1—50.0 
MPa to the polymer component. The application of pressure 
may be at a constant level but more preferably is varied in 
a Way to substantially correspond to that Which the implant 
is expected to be subjected to folloWing implantation. 
If the implant is to be used as a hip joint, then the applied 
pressure is preferably betWeen 2—10 MPa. This range of 
pressure approximates the actual peak pressure that the 
implant Will be subjected to once it is implanted to replace 
a hip joint of the patient. If the implant is to be used as a knee 
joint, then the pressure to be applied is preferably betWeen 
10—30 MPa. Similarly, this pressure range approximates the 
peak pressure that the implant Will experience folloWing 
implantation as a knee joint. Thus, by applying a pressure 
Which is approximately equivalent to the pressure that the 
polymer component, and more speci?cally, the total joint 
orthopaedic implant, Will experience folloWing 
implantation, the conformity of the components is increased. 
As a result, Wear particulate generation that Would have 
otherWise occurred Within the body absent pre-implantation 
creeping occurs outside the body Where no harmful effects 
are produced. Further, the resulting increase in the confor 
mity of the components prior to implantation insures better 
and more even distribution of loads and reduced bearing 
stresses. Consequently, the implant functions more smoothly 
and Wear particulate generation after implantation is mini 
miZed. Thus, as pointed out above, implant service life is 
also increased. 
In addition to the pressure that is applied to a particular 
polymer component, the time over Which such pressure is 
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applied is also an important factor to be considered. The 
pressure should be applied for a period of 100—10,000 
minutes. Preferably, the pressure is applied for a period of 
betWeen 1000—8000 minutes and more preferably for a 
period of 3000—4000 minutes. Further, the direction of 
application of the pre-implantation creeping is also impor 
tant. Both unidirectional and multidirectional applications 
are possible. 
The temperature at Which the pre-implantation creeping is 
performed is also an important factor to be considered. The 
temperature at Which the pressure is applied is typically 
betWeen 18°—45° C. More preferably, the temperature is 
maintained betWeen 20°—40° C. If the creeping is being 
conducted at normal room temperatures, then the preferred 
temperature range is 20°—22° C. This temperature could be 
maintained either in a ?uid bath or in an open air environ 
ment. HoWever, the creeping can also take place at a 
temperature preferably betWeen 36°—38° C. in order to 
simulate the temperatures Which the component Will be 
exposed to in vivo. Accordingly, the appropriate temperature 
range can be selected for any given situation or desired 
result. It should be noted, hoWever, that the temperature at 
Which the creeping takes place should, of course, not exceed 
the melting point of the particular polymer or like type 
substance being used. 
In summary, numerous bene?ts result from employing the 
concepts of the present invention. Advantageously, the 
present method of Wearing-in or breaking-in an implant, as 
Well as, the pre-implantation creeping represents a signi? 
cant advance in the art. More speci?cally, pre-Wearing is 
effective to remove laps and folds by physically abrading 
them aWay in the lubricant bath. This serves to increase 
bearing surface conformity thereby decreasing bearing 
stresses and reducing the rate of Wear particulate generation 
folloWing implantation. Further, pre-Wearing establishes a 
?lm layer in the pre-Worn “matched pair”, of orthopaedic 
joint implant components. 
Pre-implantation creeping is effective to remove laps and 
folds by visioelastically deforming the aspirates and reduc 
ing the voids. As a result the conformity of the bearing 
surfaces is increased. Further, the polymer structure may 
also be physically modi?ed by this procedure in a manner 
that makes the polymer more Wear resistant: that is, this 
procedure reduces the length and increases the diameter of 
the thin Nano?bril-siZed ?laments that connect the 
submicron-siZed particles that comprise the polymer’s 
microstructure. This increases the resistance of these thin 
micro?brils to fracture. 
It is the fracture of these micro?brils that may cause the 
undesired release of the submicron-siZed structures into the 
tissues that initiate the cascade of immune responses that 
lead to aseptic loosening. Accordingly, the tissue burden is 
relieved by the present procedure and the in?ammation and 
pain that might otherWise develop over time are typically 
avoided. In fact, in many cases an implant processed in 
accordance With the present method Will be received, and 
Will Wear, in an almost equilibrium state With the immune 
system of the patient. Accordingly, the life of the implant is 
signi?cantly increased and in most cases complicated, costly 
and painful revision surgery may be avoided. 
The foregoing description of a preferred embodiment of 
the invention has been presented for purposes of illustration 
and description. It is not intended to be exhaustive or to limit 
the invention to the precise form disclosed. Obvious modi 
?cations or variations are possible in light of the above 
teachings. The embodiment Was chosen and described to 
provide the best illustration of the principles of the invention 
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and its practical application to thereby enable one of ordi 
nary skill in the art to utiliZe the invention in various 
embodiments and With various modi?cations as are suited to 
the particular use contemplated. All such modi?cations and 
variations are Within the scope of the invention as deter 
mined by the appended claims When interpreted in accor 
dance With breadth to Which they are fairly, legally and 
equitably entitled. 
We claim: 
1. A total joint orthopaedic implant, comprising: 
a pair of matched articulating components Wherein at least 
one of the matched articulating components is made of 
a polymer that is precreeped; 
said polymer components being precreeped by: 
placing the polymer component in a ?uid bath Wherein 
?uid in said ?uid bath has a viscosity betWeen 0.5—2000 
times that of Water and is selected from a group 
consisting of Water, fetal calf serum, bovine serum, 
natural synovial ?uid, synthetic synovial ?uid and any 
mixtures thereof; 
subjecting the polymer component to pre-implantation 
creeping by applying to the polymer component a 
pressure of betWeen 0.1—50 MPa; 
Whereby the pre-implantation creeping causes increased 
Wear resistance for the polymer component and 
improved conformity betWeen the matched articulating 
components so as to reduce the Wear particulate burden 
imposed by the total joint orthopaedic implant on 
surrounding tissue folloWing implantation and thereby 
increase overall service life of the total joint ortho 
paedic implant. 
2. A total joint orthopaedic implant, comprising: 
a pair of matched articulating components wherein at least 
one of the matched articulating components is made of 
a polymer that is precreeped; 
said polymer components being precreeped by: 
placing the polymer component in a ?uid bath Wherein 
?uid in said ?uid bath has a viscosity betWeen 0.5—2000 
times that of Water and is selected from a group 
consisting of Water, fetal calf serum, bovine serum, 
natural synovial ?uid, synthetic synovial ?uid and any 
mixtures thereof; 
subjecting the polymer component to pre-implantation 
creeping by applying to the polymer component a 
pressure of betWeen 0.1—50 MPa for a period of 
betWeen 100—10,000 minutes; 
Whereby the pre-implantation creeping causes increased 
Wear resistance for the polymer component and 
improved conformity betWeen the matched articulating 
components so as to reduce the Wear particulate burden 
imposed by the total joint orthopaedic implant on 
surrounding tissue folloWing implantation and thereby 
increase overall service life of the total joint ortho 
paedic implant. 
3. A total joint orthopaedic implant, comprising: 
a pair of matched articulating components Wherein at least 
one of the matched articulating components is made of 
a polymer that is precreeped; 
said polymer components being precreeped by: 
placing the polymer component in a ?uid bath Wherein 
?uid in said ?uid bath has a viscosity betWeen 0.5—2000 
times that of Water and is selected from a group 
consisting of Water, fetal calf serum, bovine serum, 
natural synovial ?uid, synthetic synovial ?uid and any 
mixtures thereof maintained at a temperature of 
betWeen 18°—45° C.; 
10 
15 
25 
35 
55 
65 
14 
subjecting the polymer component to pre-implantation 
creeping by applying to the polymer component a 
pressure of betWeen 0.1—50 MPa for a period of 
betWeen 100—10,000 minutes; 
Whereby the pre-implantation creeping causes increased 
Wear resistance for the polymer component and 
improved conformity betWeen the matched articulating 
components so as to reduce the Wear particulate burden 
imposed by the total joint orthopaedic implant on 
surrounding tissue folloWing implantation and thereby 
increase overall service life of the total joint ortho 
paedic implant. 
4. A total joint orthopaedic implant, comprising: 
a pair of matched, pre-Worn articulating components 
Wherein at least one of the matched articulating com 
ponents is made of a polymer that is precreeped; 
said polymer components being pre-Worn and precreeped 
by: 
subjecting the total joint orthopaedic implant to pre 
Wearing outside the body of a patient by placing the 
total joint orthopaedic implant in a ?rst ?uid bath and 
articulating the total joint orthopaedic implant in the 
?rst ?uid bath for a predetermined number of cycles; 
placing the polymer component of the total joint ortho 
paedic implant in a processing environment selected 
from a group consisting of air, the ?rst ?uid bath and a 
second ?uid bath; and 
subjecting the polymer component to pre-implantation 
creeping; 
Whereby the total joint orthopaedic implant is pre-Worn 
outside the body of a patient to remove laps, folds, and 
other particulates and provide good surface-to-surface 
?t and polish, as Well as, subjected to pre-implantation 
creeping resulting in increased Wear resistance for the 
polymer component and improved conformity betWeen 
the matched articulating components so as to reduce the 
Wear particulate burden imposed by the total joint 
orthopaedic implant on surrounding tissue folloWing 
implantation and thereby increase overall service life of 
the total joint orthopaedic implant. 
5. The total joint orthopaedic implant of claim 4 Wherein 
said polymer component is pre-Worn by; 
cycling the total joint orthopaedic implant at 0.01—100 
HZ; 
loading the total joint orthopaedic implant so as to carry 
a Weight betWeen 0.1—10,000 NeWtons; and 
articulating the total joint orthopaedic implant at sliding 
speeds of betWeen 0.01—2.0 meters per second. 
6. A total joint orthopaedic implant, comprising: 
a pair of matched, pre-Worn articulating components 
Wherein at least one of the matched articulating com 
ponents is made of a polymer that is precreeped; 
said polymer components being pre-Worn and precreeped 
by: 
subjecting the total joint orthopaedic implant to pre 
Wearing outside the body of a patient by placing the 
total joint orthopaedic implant in a ?rst ?uid bath and 
articulating the total joint orthopaedic implant in the 
?rst ?uid bath for a predetermined number of cycles; 
placing the polymer component in a ?rst ?uid bath or a 
second ?uid bath Wherein ?uid in said ?rst or second 
?uid bath has a viscosity betWeen 0.5—2000 times that 
of Water and is selected from a group consisting of 
Water, fetal calf serum, bovine serum, natural synovial 
?uid, synthetic synovial ?uid and any mixtures thereof; 
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subjecting the polymer component to pre-implantation 
creeping by applying to the polymer component a 
pressure of betWeen 0.1—50 MPa; 
Whereby the total joint orthopaedic implant is pre-Worn 
outside the body of a patient to remove laps, folds, and 
other particulates and provide good surface-to-surface 
?t and polish, as Well as, subjected to pre-implantation 
creeping resulting in increased Wear resistance for the 
polymer component and improved conformity betWeen 
the matched articulating components so as to reduce the 
Wear particulate burden imposed by the total joint 
orthopaedic implant on surrounding tissue folloWing 
implantation and thereby increase overall service life of 
the total joint orthopaedic implant. 
7. A total joint orthopaedic implant, comprising: 
a pair of matched, pre-Worn articulating components 
Wherein at least one of the matched articulating com 
ponents is made of a polymer that is precreeped; 
said polymer components being pre-Worn and precreeped 
by: 
subjecting the total joint orthopaedic implant to pre 
Wearing outside the body of a patient by placing the 
total joint orthopaedic implant in a ?rst ?uid bath and 
articulating the total joint orthopaedic implant in the 
?rst ?uid bath for a predetermined number of cycles; 
placing the polymer component in said ?rst ?uid bath or 
a second ?uid bath Wherein ?uid in said ?rst or second 
?uid bath has a viscosity betWeen 0.5—2000 times that 
of Water and is selected from a group consisting of 
Water, fetal calf serum, bovine serum, natural synovial 
?uid, synthetic synovial ?uid and any miXtures thereof; 
subjecting the polymer component to pre-implantation 
creeping by applying to the polymer component a 
pressure of betWeen 0.1—50 MPa for a period of 
betWeen 100—10,000 minutes; 
Whereby the total joint orthopaedic implant is pre-Worn 
outside the body of a patient to remove laps, folds, and 
other particulates and provide good surface-to-surface 
?t and polish, as Well as, subjected to pre-implantation 
creeping resulting in increased Wear resistance for the 
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polymer component and improved conformity betWeen 
the matched articulating components so as to reduce the 
Wear particulate burden imposed by the total joint 
orthopaedic implant on surrounding tissue folloWing 
implantation and thereby increase overall service life of 
the total joint orthopaedic implant. 
8. A total joint orthopaedic implant, comprising: 
a pair of matched, pre-Worn articulating components 
Wherein at least one of the matched articulating com 
ponents is made of a polymer that is precreeped; 
said polymer components being pre-Worn and precreeped 
by: 
subjecting the total joint orthopaedic implant to pre 
Wearing outside the body of a patient by placing the 
total joint orthopaedic implant in a ?rst ?uid bath and 
articulating the total joint orthopaedic implant in the 
?rst ?uid bath for a predetermined number of cycles; 
placing the polymer component in said ?rst ?uid bath or 
a second ?uid bath Wherein ?uid in said ?rst or second 
?uid bath has a viscosity betWeen 0.5—2000 times that 
of Water and is selected from a group consisting of 
Water, fetal calf serum, bovine serum, natural synovial 
?uid, synthetic synovial ?uid and any miXtures thereof 
maintained at a temperature of betWeen 36°—38° C.; 
subjecting the polymer component to pre-implantation 
creeping by applying to the polymer component a 
pressure of betWeen 0.1—50 MPa for a period of 
betWeen 100—10,000 minutes; 
Whereby the total joint orthopaedic implant is pre-Worn 
outside the body of a patient to remove laps, folds, and 
other particulates and provide good surface-to-surface 
?t and polish, as Well as, subjected to pre-implantation 
creeping resulting in increased Wear resistance for the 
polymer component and improved conformity betWeen 
the matched articulating components so as to reduce the 
Wear particulate burden imposed by the total joint 
orthopaedic implant on surrounding tissue folloWing 
implantation and thereby increase overall service life of 
the total joint orthopaedic implant. 
* * * * * 
